
One Step COVID-19 lgG/lgM Test

COVID-19 lgG/lgM Test

[ PERFORMANCE CHARACTERISTICS ]
● Limit of detection (LoD)
    The limit of detection(LoD) of Humasis COVID-19 IgG/IgM Test is 1:15 as the 
    titration of neutralization antibody.

[ INTENDED USE ]
Humasis COVID-19 IgG/IgM Test is one step in vitro diagnostic test based on an 
immunochromatographic assay. It is designed for qualitative detection of Immunoglobulin 
G and Immunoglobulin M antibody of SARS-CoV-2 virus in human blood.

[ SUMMARY AND EXPLANATION ]
Coronavirus is a group of viruses that belongs to the Family Coronaviridae; a type 
of RNA virus of 27~32kb commonly found in birds and mammals including human. 
Coronavirus is divided into four genera: alpha, beta, gamma and delta. The virus causes 
illness ranging from the common cold to more severe diseases such as Middle East 
Respiratory Syndrome (MERS-CoV) and Severe Acute Respiratory Syndrome (SARS-CoV).

Coronavirus disease 2019 (COVID-19) is a new strain caused by severe acute 
respiratory syndrome coronavirus 2 (SARS-CoV-2). The disease originated from 
Wuhan city of China in December 2019. The World Health Organization (WHO) 
publicly named this virus‘COVID-19’and declared it a pandemic and a Public 
Health Emergency of International Concern. The infection typically spreads from 
one person to another via direct contact or respiratory droplets from cough or 
sneeze. Latent period from exposure to onset of symptoms is between one to 
fourteen days (four to seven days on average). Common symptoms and signs of 
infection include fever, cough, shortness of breath and breathing difficulties. In 
severe cases, infections can cause pneumonia, severe acute respiratory syndrome, 
kidney failure and even death. Due to the wide variety of symptoms, it is difficult 
to differentiate COVID-19 from other existing respiratory viruses or bacteria.

Diagnosing COVID-19 through isolating the virus or detecting specific genes from 
the collected respiratory droplet specimens is a challenge in terms of time and 
accessibility as it requires long hours, well-equipped laboratory and advanced 
technology which are often not available to many public. Therefore, the need for 
point-of-care rapid test kit that can conduct preliminary screening of COVID-19 
which requires less time and cost is rising.

[ PRINCIPLE OF THE TEST ]
“Humasis COVID-19 IgG/IgM Test”is a rapid immunochromatographic assay test 
that detects IgG and IgM antibodies to COVID-19 in human blood. A nitrocellulose 
membrane strip in the device contains two test lines (G and M lines) and a control 
line (C). G line is pre-coated with mouse anti-human IgG for detection of IgG 
anti-COVID-19, and M line is pre-coated with mouse anti-human IgM for detection 
of IgM anti-COVID-19. C (Control line) is coated with anti-RBD.

When the sample is added to the sample pad, it moves through the conjugate pad, 
where 3 kinds of recombinant antigens (Nucleocapsid protein, S1, and RBD)-
colloidal gold particle mixture will react with the IgG and IgM antibodies specific to 
COVID-19 in the sample, forming an immunocomplex. The complex moves along 
the membrane by capillary action and makes contact with the immobilized antibody 
coated in the test region. A colored line in the test region indicates a positive result 
for SARS-CoV-2 virus. The absence of a colored line in the test region suggests a 
negative result. The complex continues to move to the control region and will react 
with immobilized reagents that capture colored conjugate regardless of test 
specimen composition. The resulting visible colored line in the control region 
confirms that the assay is functioning correctly and its result is valid.

[ CONTENTS ]
● Humasis COVID-19 IgG/IgM Test device  ............................................  25ea
● Capillary Tube  ..................................................................................  25ea
● Assay diluent buffer  ...........................................................................  1ea
● Instruction for use  ..............................................................................  1ea

[ STORAGE AND SHELF-LIFE ]
● Store the test device packaged in a sealed foil pouch at 2 to 30℃ (36~86℉).
● Shelf-life is 18 months from manufacturing date.
● Do not freeze.

[ SPECIMEN COLLECTION AND PREPARATION ]
● Whole blood : Collect specimen in collection tube with anticoagulant such as  
    EDTA, heparin or sodium citrate. Perform test immediately after collection, or   
    can be stored at 2~8℃ up to 24 hours before the test.
● Plasma : Collect specimen in collection tube with anticoagulant and centrifuge 
    the sample. The sample can be stored at 2~8℃ up to 3 days, and freeze the 
    sample for longer storage.
�Þ���6�H�U�X�P���� Collect specimen in collection tube without anticoagulant and place it 
    in room temperature for 30 minutes before the centrifuge. Serum sample can 
    be stored at 2~8℃ up to 3 days, and freeze the sample for longer storage.

[ TEST PROCEDURE ]
1. If the collected specimens were stored in refrigerated condition, leave the  samples 
    in room temperature for 15 to 30 minutes before the test.
   **Avoid unsealing the device if the device temperature is lower than the room 
      temperature.
2. Open the sealed pouch and place the device on a clean, dry and level surface.
3. Release 10uL of whole blood, plasma or serum into the sample well. Then add 
    2~3 drops (70~100uL) of sample diluent buffer immediately.
4. Read the result at 15 minutes. Do not read result after 15 minutes.

[ INTERPRETATION OF RESULT ]
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Please read the instructions carefully before use!

If no colored line appears in the test 
region (G, M) and a colored line is 
present on the control region (C), 
then the result is negative.

IgG positive:

If there is colored line in G but no visible 
colored line in M, with the presence 
of a colored line in the control region, 
the result is IgG positive.

IgM positive:

If there is no colored line in G but visible 
colored line in M, with the presence 
of a colored line in the control region, 
the result is IgM positive.

IgG and IgM positive:

If there is colored line in both test 
regions (G, M), with the presence of a 
colored line in the control region (C), 
then the result is positive.

If there is no colored line in the 
control region (C), the result is invalid.

Negative

Positive

Invalid

Result Example Interpretation



[ PRECAUTIONS ]
● For in vitro diagnostic use only
● Read the package insert prior to use. Directions should be read and followed carefully.
● Do not use the test device beyond the expiration date.
● Keep sealed until usage, and once opened use immediately.
● Do not use the test device if the pouch is damaged or the device is seriously broken.
● Do not re-use the device.
● Handle all specimens safely as potentially infectious.
● Avoid skin contact with buffer.

[ LIMITATIONS ]
● This test is only provided for use by clinical laboratories or to healthcare workers 
    for point-of-care testing, and not for at home testing.
● Negative results do not rule out COVID-19, particularly in those who have been 
    in contact with the virus. Follow-up testing with a molecular diagnostic should  
    be considered to rule out infection in these individuals.
● Results from antibody testing should not be used as the sole basis to diagnose
    or exclude COVID-19 or to inform infection status. 
● Positive results may be due to past or present infection with non-SARS-CoV-2 
    coronavirus strains, such as coronavirus HKU1, NL63, OC43, or 229E. 
● This test is not for screening of donated blood.
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[ CLINICAL EVALUATION ]
The clinical performance of the Humasis COVID-19 IgG/IgM Test was evaluated 
by testing a total of 295 clinical samples. The following table summarizes the 
clinical performance of the Humasis COVID-19 IgG/IgM Test. Positive samples 
were collected from symptomatic individual patients by various onset stages of 
the disease, the negative samples were collected from suspected patients with 
respiratory symptoms confirmed with negative. The COVID-19 infection was 
confirmed by FDA EUA approved RT-PCR.

● Clinical evaluation summary

● Clinical sensitivity and specificity for IgG and IgM

● Cross-reactivity
    Cross-reactivity of the Humasis COVID-19 IgG/IgM Test was evaluated using the  
    negative and low concentrate positive standard solution containing substances  
    shown in the table below. None of the tested cross-reactivity substances had 
    any effect on the test performance of the Humasis COVID-19 IgG/IgM Test.

● Interference
    Interference of the Humasis COVID-19 IgG/IgM Test was evaluated using the  
    negative and low concentrate positive standard solution containing substances.  
    Below potential interfering substances did not affect performance of the Humasis  
    COVID-19 IgG/IgM Test. 
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ANA Nucleolar positive plasma

CMV IgM positive plasma

HAMA positive human plasma

HAV IgG/Total Ab positive greater than 2 S/CO plasma

Heterophilic human plasma

HIV 1/2 Ab positive plasma

HTLV-Ⅰ Ab positive plasma

HTLV-Ⅱ Ab positive plasma

Mycoplasma pneumoniae IgM positive plasma

Parvovirus IgM positive plasma

Rubella IgM positive plasma

Toxoplasma IgG positive plasma

Anti-MERS-CoV positive plasma

Anti-SARS-CoV positive plasma

Brucella IgM positive plasma

Chagas positive plasma

Chikungunya positive plasma

COVID 229E positive plasma

COVID HKU positive plasma

COVID NL 63 positive plasma

COVID OC43 positive plasma

Dengue IgM positive plasma

Filariasis IgG Positive plasma

Haemophilius influenza IgG positive plasma

Haemophilius influenza IgG positive plasma

Haemophilius influenza IgM positive plasma

Influenza A positive plasma

Influenza B positive plasma

Influenza Vaccine IgG Positive plasma

Japanese Encephalitis IgG Positive plasma

Leishmania IgG positive plasma

Rheumatoid Factor (RF) positive plasma

RSV positive plasma

Syphilis positive plasma

Tick Borne encephalistis IgM positive plasma

Tuberculosis IgG positive plasma

West Nile virus positive plasma

Zika positive plasma

Cross-reactant substances

1

2

3

4

5

6

7

8

9

10

11

12

13

14

15

16

17

18

19

20
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22

23

24

25

26

27

28

29

30

31

32

33

34

35

36

37

38

No. Concentration

1:640 Nucleolar

3.364 S/CO

68ng/mL

14.45 S/CO

HAMA<40ng/mL, RF<20IU/mL

2.64 S/CO

52.17 S/CO, Abbott

2.835 S/CO, Avioq ElA

2.243 S/CO

8.49 S/CO

2.067 S/CO

184 IU/mL

3.52 OD/CO

2.89 OD/CO

4.50 OD/CO

3.32 Units

8.83 OD/CO

3.68 OD/CO

364 OD/CO

3.84 OD/CO

3.39 OD/CO

2.23 Index

4.30 OD/CO

2.87 OD/CO

3.54 OD/CO

3.60 OD/CO

IgG 2.29/ IgM 3.42 OD/CO

IgG 1.94/ IgM 3.17 OD/CO

3.31 OD/CO

4.30 OD/CO

12.04 S/CO

100 IU/mL

IgG 1.51/ IgM 3.61 OD/CO

3 RLU

3.62 OD/CO

4.5 OD/CO

29.94 S/CO

IgG 5.24/ IgM 4.898 Index

Total

59

236

295

Positive

Positive

Negative

Total

Sensitivity (95% CI)

Specificity (95% CI)

52

8

60

86.7%[52/60] (95% CI: 75.4-94.1%)

97%[228/235] (95% CI: 94-98.5%)

 Negative

7

228

235

No. of samples

235

Sensitivity
Negative

result
Classify 95% CI

No. of
samples

Days from
symptom onset

2

2

12

12

37

38

51

52

IgG

IgM

IgG

IgM

IgG

IgM

IgG

IgM

6

14

40

60

≤ 7 days

8-14 days

≥ 14 days

Total

Sensitivity
Positive
result

Classify

33.3% (2/6)

33.3% (2/6)

85.7% (12/14)

85.7% (12/14)

92.5% (37/40)

95.0% (38/40)

85.0% (51/60)

86.7% (52/60)

95% CI

4.3–77.7%

4.3–77.7%

57.2–98.2%

57.2–98.2%

79.6–98.4%

83.1–99.4%

73.4–92.9%

75.4–94.1%

234

228

IgG

IgM

99.6% (234/235)

97% (228/235)

97.6–99.9%

94–98.5%

No. ConcentrationConcentrationInterfering substances Interfering substancesNo.

3000 mg/dL

500 umol/L

500 mg/dL

20 mmol/L

1000 mg/dL

0.75 mg/mL

25 mg/mL

100 U/mL

5 umolL

20 mg/mL

100 ug/mL

199 umol/L

3.62 mmol/L

2.425 mmol/L

10 mg/mL

2.5 mg/mL

Albumin, human

Conjugated Bilirubin

Hemoglobin

Cholesterol

Triglyceride

Biotin

Sodium citrate

Heparin

EDTA

K3-EDTA

Mucin

Acetaminophen

Acetylsalicylic acid

Ibuprofen

Sodium cromoglycate

Diphehydramine
hydrochloride

Co & Cool Nasal Spray

Narista-S Nasal Spray

Sodium chloride

Zanamivir

Oseltamivir

Artemether-iumefantrine

Doxycycline hyclate

Quinine

Lamivudine

Mupirocin

Tobramycin

Erythromycin

Ciprofloxacin

Olopatadine
hydrochloride

Rheumatoid factor
positive plasma

1

2

3

4

5

6

7

8

9

10

11

13

14

15

16

12

10%(v/v)

10%(v/v)

20 mg/mL

5 mg/mL

10 mg/mL

50 umol/L

70 umol/L

150 umol/L

1 mg/mL

10 mg/mL

2.5 ug/mL

81.6 umol/L

30.2 umol/L

5 mg/mL

493.6 IU/mL
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19

20

21

22

23

24

25

26

27

28

29

30

31

17


